Abstract: This paper describes the development of a registration framework for image-guided solutions to the automation of certain routine neurosurgical procedures. The registration process aligns the pose of the patient in the preoperative space to that of the intraoperative space. Computerized tomography images are used in the preoperative (planning) stage, whilst white light (TV camera) images are used to capture the intraoperative pose. Craniofacial landmarks, rather than artificial markers, are used as the registration basis for the alignment. To create further synergy between the user and the image-guided system, automated methods for extraction of these landmarks have been developed. The results obtained from the application of a polynomial neural network classifier based on Gabor features for the detection and localization of the selected craniofacial landmarks, namely the ear tragus and eye corners in the white light modality are presented. The robustness of the classifier to variations in intensity and noise is analysed. The results show that such a classifier gives good performance for the extraction of craniofacial landmarks.
INTRODUCTION
The research work presented in this paper concerns the development of a registration framework to enable image-guided solutions for certain routine neurosurgical procedures used in the emergency treatment of head injuries. The main motivation was to design the registration process so that it could be used quickly and conveniently in most typical Accident and Emergency (A&E) units, thus avoiding the need for costly and complex equipment such as laser range scanners and optical tracking devices. In particular, this paper presents results for the fine localization of the craniofacial landmarks selected for the registration basis of the alignment procedure.
The time frame in the aftermath of a traumatic head injury is critical since the promptness of intervention has a direct impact on the chances of recovery of the patient as well as on the long-term prognosis. Two common neurosurgical procedures employed in the event of a traumatic brain injury are intracranial pressure monitoring (ICP) and external ventricular drainage (EVD). ICP is used to measure the pressure inside the cranium and EVD is used to drain off excess cerebrospinal fluid from the brain ventricles when the pressure is deemed excessive. The need for the proposed registration framework stems from the complications inherent in the present management protocol for head injuries. To alleviate some of these shortcomings, image-guided solutions are often sought, which in turn require the setting up of a registration link between the patient on the operating table and any preoperative planning process.
The efficient and timely treatment of severe head injuries is often precluded by the lack of neurosurgical expertise at A&E units where most cases are *Corresponding author: Dept of Mechanical and Manufacturing Engineering, Loughborough University, Loughborough, Leicestershire LE11 3TU, UK. email: M.Gooroochurn@lboro.ac.uk; M.Gooroochurn@gmail.com first presented. Following stabilization and consultation, patients may have to be transferred to a neurosurgical centre for further treatment. Whilst being inherently expensive, such transfers are risky for the patient, take up valuable time, and reduce the chances of a satisfactory treatment outcome. To tackle this problem, an image-guided, mechatronic system is envisaged, which can be operated by the general surgical team available at most A&E units. This system is designed to 'de-skill' the required neurosurgical procedures, so that the local surgical team can deliver rapid and effective treatment with the help of a remotely based neurosurgical specialist. The system would follow a preoperative plan determined by the remote neurosurgeon, using computerized tomography (CT) images taken by the local radiographer and sent via the internet.
As part of such an image-guided system, registration of the intraoperative patient space to the preoperative CT space is critical. Several methods exist for performing preoperative to intraoperative registration, including point-based [1] , surface matching [2, 3] , and intensity-based methods [4, 5] . For most of these procedures, the conventional application of artificial markers to the patient's head puts considerable constraint on the diagnosis and treatment phases. On one hand, failure to attach markers at the first diagnosis stage means that the CT scan needs to be retaken, should neurosurgical intervention be considered essential. On the other hand implanting markers by default as a prospective method may cause unnecessary extra time and stress for the patient should neurosurgical procedures be deemed unnecessary. Therefore, a retrospective and marker-less registration basis, using anatomical landmarks, offers optimality in the management of head injuries in terms of quick access to essential neurosurgical treatment.
The same anatomical landmarks need to be extracted from the CT images and the intraoperative camera images. In the white light modality, each of the landmarks is reconstructed from stereo camera views using photogrammetry. In this work, the required landmarks are obtained from frontal and profile views as well as from views midway between these at an azimuth angle of 45u. Although extraction of eye features has been widely reported in the literature, ear features have often been neglected. The motives for using the ear as a biometric feature are its invariance to subject emotional state, rigid shape, and size constancy over time. Ear features have been found to be of high discriminative value in biometric identification [6] . Research has been carried out in the use of the ear as a recognition biometric feature both in two-dimensional (2D) [7] and three-dimensional (3D) [8] applications.
Methods for localizing craniofacial landmarks within an image have already been developed as part of a more general approach to face recognition. Such an approach typically consists in face localization, facial feature extraction, and face recognition [9] . Face detection and recognition can be treated as pattern classification problems, where statistical methods [10] [11] [12] and neural network solutions [13, 14] have tended to take priority over methods based on features extracted by grey-level processing. The reason for this shift in the design of face processing solutions is the ability to use large training sets for machine learning, which have given very good performance, whereas methods relying on grey-level processing have been found to be effective only when operating conditions such as illumination, scale, and rotation are closely controlled.
The details of the proposed registration framework were described in [15] , where the implications of using the eye corners and ear tragi as the registration basis were assessed via simulation studies and the analytical expression proposed by Fitzpatrick et al. [16] . Here, we present a brief overview of the registration framework, before concentrating specifically on how the craniofacial landmarks are imaged and then on the method and results obtained from the automated fine localization of the selected landmarks. Although these results are as yet limited to simulation studies, data obtained from an artificial skull are used to predict the limitations that could be expected in practice and how the estimates obtained from the simulation study support a user-validated registration framework is discussed.
REGISTRATION FRAMEWORK

Camera arrangement
The intraoperative component of the registration framework concerns the extraction and localization in 3D space of the selected craniofacial landmarks. In [17] , Ansari and Abdel-Mottaleb used a camera set up with two views (frontal and profile) to reconstruct the 3D coordinates of facial features. The features on the hidden side of the face were reconstructed based on symmetry. The reconstruction accuracy then hinges on how 'true' the frontal view is of the subject. This is because reconstruction by symmetry relies on defining an origin midway between two corresponding eye corners and computing distances with respect to this origin. Thus, not having an accurately aligned face in the frontal and profile view violates the symmetry criterion. The alternative is to use more camera views, so that each of the landmarks appears in at least two views to enable stereo reconstruction. The benefit of using more cameras is that the system does not need to be set up with high accuracy as long as the craniofacial features appear in the camera views and are within the designated calibrated space.
A major difference between the work in [17] and the 3D facial feature reconstruction task considered here lies in the use of the ear tragus as a feature. Thus, an additional view is required midway between the frontal and profile views. A three camera system enables on this basis the reconstruction of the two outer and inner eye corners and one ear tragus, provided that the system is accurately placed with respect to the patient. A schematic of this system is shown in Fig. 1(a) .
Alternatively, a four camera system, using two profile and two intermediate positions but excluding the frontal one, would permit the reconstruction of the two outer eye corners and both ear tragi. However, as shown in the next section, a frontal view is still important for initial system placement, as aligning specific landmarks of the patient's face with datum lines in the frontal view sets the system working distance as well as largely constraining the roll and yaw of the head. Furthermore, implementation of a facial feature extraction methodology similar to [17] on the two sides of the head without using symmetry can also help to reconstruct the inner eye corners. Such a five camera arrangement, shown in Fig. 1(b) , has been employed in the simulation studies described in [15] , results of which are summarized later.
System placement in the operating room
Registration must be performed such that the object(s) to be reconstructed lies within the calibrated volume as extrapolation outside that space can lead to large errors [18] . The use of an appropriately-sized object for calibrating the cameras sets a given field of view in each of frontal, profile, and intermediate camera image planes for a given working distance and optical parameters of the cameras. Thereafter using the calibrated cameras to make measurements in the scene requires that any image captured be delimited to fall within the field of view in each camera corresponding to that occupied during calibration. The placement of the camera system so as to adequately fill the calibrated space can be planned in the frontal and profile views.
The placement strategy has been described in [19] . It involves the use of cursor lines in the frontal and profile views, which are aligned to specific landmarks on the patient's face in order to ascertain that his/her head lies in the calibrated space. This is shown in Fig. 2 . The vertical line in the profile view is made to coincide with the nose tip whereas the horizontal line is made to coincide with the eye corner. In the frontal view, the vertical line is made to coincide with the centre of the nose and the horizontal line is made to pass through the two outer eye corners.
Registration of the preoperative to intraoperative spaces
Rigid registration of the data set obtained from the CT space and the corresponding data set computed in the intraoperative physical patient space results in Fig. 1 Schematic of camera system (a) three-camera system, and (b) five-camera system a rotation and translation matrix. This solution in its closed form needs at least three corresponding 3D points between the two data sets. The transformation can be represented by the following equation:
CT X is the data set containing the coordinates of landmarks found from the CT space and OR X is the data set corresponding to the landmarks determined in the Operating Room (OR) set-up in white light modality.
OR R CT is the rotation matrix consisting of three unit vectors r x , r y , and r z , representing the rotation of the frame of reference of the CT space with respect to the frame of reference used intraoperatively, OR P CTorg is the translation vector [t x , t y , t z ] T , representing the position of the origin of the frame of reference of the CT space with respect to the frame of reference used intraoperatively and G represents the overall transformation mapping the data set from CT to physical patient space. The solution for the six parameters t x , t y , t z , r x , r y , and r z is generally termed as the orthogonal procrustes problem for which closed-form solutions can be obtained using singular value decomposition. For N points paired between the two data sets, the rigid body transformation G is found by minimizing the objective function
CRANIOFACIAL LANDMARK EXTRACTION METHODOLOGY
This section describes the method employed for automated localization of the desired features in the white light images taken of the patient during the intraoperative registration process, using Gabor filters and a polynomial neural network (PNN).
Feature extraction using Gabor filters
The Gabor filter was first proposed by Dennis Gabor in 1946 [20] . The 2D Gabor filter can be represented in normalized form in the (x, y) image plane as [21] 
where x r~x cos h ð Þzy sin h ð Þ and y r~{ x sin h ð Þz y cos h ð Þ. The Gabor filter is a complex sinusoidal plane wave modulated by a Gaussian envelope, the frequency of which can be varied by the parameter f. Values of c and g set the standard deviations of the Gaussian envelope along the two spatial dimensions. Angle h controls the orientation of the filter. The 2D Gabor representation in the frequency domain can be expressed as
where u r~u cos hzv sin h and v r~{ u sinhzv cosh: For a given mask size, it is desirable to choose the filter parameters so that the Gaussian envelope adequately covers the spatial frequency spectrum. Up to two standard deviations in each dimension can be used to ensure adequate coverage. Any amplitude clipping of the Gaussian envelope gives rise to 'ringing' in the frequency domain and must be avoided. A final consideration in setting the filter parameters is to use a spatial frequency less than or equal to the Nyquist frequency of 0.5 cycles per pixel. At the scales of the images used, a 31631 grid size for representing the different landmarks was found to consistently contain adequate information in the neighbourhood of the central location. A 15615 element kernel was used to define the Gabor filters, with the Gaussian envelope parameters chosen so that it was truncated to approximately two standard deviations at the periphery of the 15615 kernel. Setting the Gabor filter parameters as described above on a 15615 kernel produced a maximum frequency of 0.36 cycles per pixel. As this was close to the Nyquist frequency limit, the parameters were modified slightly to obtain a maximum frequency of 0.25 cycles per pixel instead, with c 5 g 5 1. Filter orientations of 0, 45, 90, and 135u were used, giving a total of eight filters in the bank. With these modified parameters, the coverage of the Gaussian at the lower frequency was not optimal. The result of the Gaussian envelope not reaching two standard deviations from the mean is known to cause 'ringing' in the frequency domain. However, since the features obtained from the filters are first analysed by principle components analysis (section 3.3 to reduce their dimensionality), the adverse effect caused by 'ringing' is likely to be suppressed.
Ilumination invariance can be achieved by dividing the filter responses by the root mean square value of the response magnitudes over all the scales and orientations used. If G k,m represents the response at scale k and orientation m at a given location (x, y), then the normalization step for illumination correction can be expressed as follows [22] G' k,m~G
Gabor kernels were generated for the optimized parameters and convolved with the 31631 eye corner windows from which the central 15615 region was selected to form the Gabor feature vector. Eight such Gabor response matrices were obtained over the two scales and four orientations used. The Gabor response, being complex, offers the possibility of using both the phase and magnitude to form the feature vector. However, only the magnitude was used since the feature vector based on both the phase and magnitude led to high dimensionalities, making it difficult subsequently to train the neural networks.
Collecting the data sets for eye corner and ear tragus extraction
The eye corners and ear tragus are shown in Fig. 3 . A 31631 window was used to generate the feature set for each of these landmarks. At the scale of the images used, a 31631 window was deemed to contain sufficient information in its neighbourhood to represent both the eye corner and the ear tragus. A given sample window was selected around a landmark such that the latter is located at the centre of the window. These samples were used to generate the feature sets for the true positive training set of the neural network for which expected outputs of +1 were set. Additionally, samples where the craniofacial landmark was not in the central position of the window were collected. Outputs of 21 were set for these samples.
Dimensionality reduction of data set and learning the classifier
A PNN was used as the classifier for the feature detection and localization stage. The neural network had one neuron in the output layer and the number of neurons in the input layer was related to the dimensionality of the feature vector. The output Q of the network can be expressed as
where T is the activation function (the function that maps a set of inputs, multiplied by each corresponding branch weight to yield an average value, onto the neuron output), W is the input weight matrix, b is the bias (randomly initialized during training), z is the input vector, from which the matrix multiplication z6z T is calculated, where z T represents the transpose of z, so that if z has a dimensionality of N, then z6z T is a N6N matrix. The dimensional expansion in Fig. 3 (a) Outer and inner eye corners, and (b) general outside ear anatomy showing the tragus and the anti-tragus finding product combinations of the input vector makes it computationally intensive to use all N 5 1800 elements (1561568) of the Gabor feature vector as inputs, since it would increase the number of dimensions to N 2 + N. A large dimensionality for an input feature set generally means that a neural network must be trained with a larger data set, in order to cover sufficiently the variation of the input vector. This is a necessary condition for neural network solutions to work robustly [9, 23] .
Instead, the feature set obtained for the positive samples was first mapped to a lower-dimensional basis using principle component analysis. The minimum number of dimensions to retain was determined by the method used by Sung and Poggio [24] based on an eigenvalue spectrum. The actual number of dimensions retained (greater than this minimum value) was set based on the ease of training the PNNs as elaborated later in the results section. Additionally, a further input was computed based on the mapped (z) and original (X) datasets by finding the following distance measure [13] 
This distance measure was added to the input feature vector. The resultant modified feature set was then used to train the PNN. This procedure was followed for extracting all the different craniofacial landmarks.
Network tolerance to illumination changes and noise
Given that the image-guided registration process is to take place in an uncontrolled environment (OR), it was considered necessary to assess the robustness of the proposed methodology to variations in illumination and random noise. For testing the performance of the network to illumination changes, gamma manipulation was used to alter the intensity and contrast of a given eye window. Gamma manipulation operates on a normalized input image r to produce a normalized output image c, using the relation: c 5 r c where c is known as the gamma factor. When c has a value greater than one, the input image is darkened and a c value of less than one brightens the input image. The trained PNN was then tested on the images obtained. Additionally, the image acquisition process, being a basically discrete process, involves noise. The combination of common sources of noise in image acquisition devices can be modelled according to the central Limit theorem by a Gaussian probability distribution function. Figure 4 (taken from Martinez and Benavente [25] ) shows examples of images obtained for the eye windows when zero mean Gaussian noise was added at different variances. The variance given for each of the images was normalized in the range [0 1] and the Gaussian noise was added to a normalized grey-scale intensity image. These images were then employed for localizing the outer eye corner.
EXPERIMENTAL WORK AND SIMULATIONS
Simulation using CT data
As this project has not yet reached the stage of clinical trials, a common set of CT and white light images of real subjects is not available. Instead, a preliminary investigation of the registration process was carried out using 15 sets of CT scans and projected views
Fig. 4 Eye windows corrupted with zero mean Gaussian noise of different variances
Facial recognition techniquesgenerated from surface-rendered models of these scans. Details of the simulation study can be found in [15] . The projected views were calibrated using the simple direct linear transformation (DLT) [26, 27] method following which the craniofacial landmarks were paired and reconstructed from the respective calibrated stereo views. The maximum root mean squared (RMS) photogrammetric error obtained was 1.04 mm for the left ear tragus. These reconstructed landmarks were then used to perform rigid-body registration between the CT and simulated white light spaces. From the resultant transformation, typical entry and target points (see Fig. 5 ) were mapped between the two spaces. A maximum RMS registration error of 0.64 mm was obtained for mapping the entry points for the 15 models and the corresponding maximum registration error for the mapping of target points was 0.58 mm.
Moreover, the locus of error estimates plotted on a CT surface-rendered head model, described and presented in detail in [15] , computed according to the expression proposed by Fitzpatrick et al. [16] showed that within the volume of head, the targeted accuracy of 5 mm can be achieved for a landmark localization error of 3 mm.
Photogrammetry results with artificial skull
Experimental work was carried out on an artificial skull to provide error estimates for comparison with the results obtained by simulation as described in [19] . Points were marked over the skull and measured on a coordinate measuring machine with respect to a given frame of reference. These reference values were used to compute errors in reconstruction by the DLT method.
RMS errors at locations close to the eye corners and ear tragi were 1.00 and 0.52 mm for the right side of the skull and 1.31 and 0.82 mm for the left side of the skull respectively. These reconstructed points were used as the registration basis to align the skull and the space characterized by the reconstructed skull points. Using the resultant transformation, the mapping of a point on top of the skull led to the following registration error along the three principal dimensions: [20. 61 mm, 21.40 mm, 0.74 mm] giving an RMS error of 0.98 mm. This magnitude of error is considered acceptable since manual location of an entry point by a skilled neurosurgeon, after visual assessment of CT images, is not expected to be better than ¡5 mm.
Detection rates of PNN for craniofacial landmarks extraction
For localization of a specific landmark, a region of interest around the landmark is raster scanned to yield a 31631 window at each step, from which the methodology described in section 3 is applied to test for the presence of the landmark.
Eye corner extraction
The results presented for the detection rates of craniofacial landmarks extraction are an extension of those provided in [28] . Face images from the AR database [25] were used for testing the algorithm to extract eye corners in the frontal view. The AR database offers four images for a given subject with variations in lighting (normal lighting, bright illumination from the left and right side of the face as well as over the whole Fig. 5 Simulated surgical entry and target points for one of the 15 CT models investigated (http://www.pcir.org) face). One hundred sample regions of size 31631, taken from four images of 25 subjects were selected for the normal and high illumination scenarios to form the positive dataset. The first test performed was for the outer eye corner for normal and high illumination images. The criterion for successful localization was set within a 3 pixel margin of the actual eye corner position, based on inspection by an experienced human operator. Having determined the minimum number of dimensions to retain from the eigenvalue spectrum based on similar work by Sung and Poggio [24] , the actual number of dimensions retained was based on observation with the training of PNNs. Specifically, it was observed that neural networks trained from product combinations calculated from feature vectors of 20 dimensions were fast to train (, 5000 epochs) and yielded very low MSE values (10 27 to 10
29
). Those trained on feature vectors with 25 dimensions were also relatively easy to train (, 10 000 epochs) and gave low MSE values (10 27 ), but neural networks trained on feature vectors with more than 30 dimensions were more difficult to train (requiring more than 10 000 epochs to converge and yielded MSE values of the order of 10
22
). In subsequent selections of the number of dimensions, 20 and 25 have therefore been employed wherever appropriate. For the extraction of the outer eye corner, seven was the minimum number of dimensions required, 20 dimensions were thus retained.
The dimensionally reduced dataset obtained from the 100 sample images was used to train the PNN, which converged in less than 5000 epochs giving an MSE of the order of 10 29 . For subsequent testing, the trained neural network was applied to 300 sample images of subjects not included in the training set, giving correct detection in 94 per cent of cases. The method of illumination correction used in this case was subtraction of a best-fit intensity plane [13, 14] . It was evident during testing that the bright images gave inferior performance compared to normally lit images, despite being part of the training set. Thus, the next tests performed for the inner eye corner were based only on face samples taken under normal lighting conditions. These amounted to two per subject in the AR database [25] giving 50 samples for training for the same 25 subjects used previously.
The minimum number of dimensions needed was nine, based on which 20 dimensions were retained. The number of epochs needed for convergence during training and the resultant MSE obtained were similar to that previously given. For the tests with the inner eye corner, illumination invariance was achieved by applying equation (5) . When tested over 150 subjects not used as part of the training set, a detection rate of 99 per cent was recorded.
Since the AR database contains only frontal images, the CAS-PEAL [29] face database was used next to test the network performance for the other views. Tests could be performed on the intermediate 45u views only as the profile views of the original database are not included in the current reduced version (CAS-PEAL-R1). 150 images containing the outer eye corner were used to generate the feature set. The minimum number of dimensions required was 15 as per the eigenvalue spectrum method; 20 dimensions were thus retained. The MSE obtained in less than 5000 epochs was of the order of 10
28
. The trained network was tested on 208 face images not used in the training set, for which a correct detection rate of 92 per cent was obtained. The detection rate improved to 94 per cent when the false negatives were added to the training set and the trained PNN was tested on 218 new images.
Ear tragus extraction
The CAS-PEAL database was used for ear tragus extraction since it consists of images taken at a 45u azimuth angle in which the subjects' ears are visible. Normalization was achieved using equation (5) . Onehundred-and-fifty images were used to collect ear tragus sample images. The minimum number of dimensions needed was 17, based on which 20 dimensions were retained. The training of the PNN converged in less than 5000 epochs and gave an MSE of the order of 10
29
. The trained network was tested on 156 face images not used in the training set, for which a correct detection rate of 99 per cent was obtained.
PNN tolerance to illumination variations and noise
The range of intensity obtained by gamma manipulation of the sample eye image was from 58 to 205, while the standard deviation (contrast) ranged from around 21 to 44. The trained PNN was tested over these different images. Using a minimum network response of 0.7 as the threshold for accepting a location as a landmark, an intensity range of approximately between 60 and 160 was obtained for successful landmark localization. Since the network thus appears to tolerate changes in illumination over a fairly wide range, in a well-illuminated environment it should operate properly. Due to the random nature of the additive noise, the behaviour of the trained network cannot be gauged on a single degraded image. While it is expected to degrade the network performance in some proportion to the amount of Gaussian noise, the behaviour of the network did not show a monotonic degradation in performance. A better understanding of the effect of Gaussian noise can be obtained by testing over a larger number of images corrupted by noise of a given variance. Ten images were used at each noise variance level. These tests were carried out on progressively increasing variances until the network was found to give zero values consistently over most of the ten test images. A common practice to reduce the detrimental effect of Gaussian noise in an image is to perform low-pass filtering. Thus, the network performance was also assessed on the images pre-processed with a 363 equally weighted averaging filter.
Assuming a minimum network response of 0.7 is needed for landmark localization, for the case without averaging, the last variance value at which all the images gave correct localization was 0.0007. On the other hand, with averaging, the last variance at which the responses for all the ten images are correct is 0.0012. Since averaging is found to give a definite improvement in the network performance, it can be effectively applied as a pre-processing step. Furthermore, based on a visual inspection of the images shown in Fig. 4 , the levels of Gaussian noise at which the performance of the network experiences significant degradation can be avoided by using a camera of reasonable quality, so that the performance of the network in the presence of modest levels of Gaussian noise can be said to be satisfactory.
DISCUSSION AND CONCLUSIONS
This paper has described the design and operation of a patient registration framework for use with a mechatronic system to de-skill certain emergency neurosurgical procedures for the management of head injuries. The registration framework is critical to the implementation of image-guided solutions that allow specialized procedures to be carried out by non-specialist medical personnel. The design of the registration framework seeks to avoid costly equipment and computationally intensive algorithms which would render it ineffective for a practical application. Furthermore, the technique of surgical implantation of markers, which has been used as the gold standard for such registration paradigms, has deliberately not been adopted. The use of anatomical landmarks is instead preferred as the organization of the surgery is thus considerably less constrained and should lead to a quicker time to treatment. The application of such simple design paradigms is possible due to the relatively low accuracy requirements (¡5 mm).
The adequacy of a registration framework with these elements (anatomical landmarks, rigid-body registration, and use of simple DLT method with no optical error correction) has been tested by simulation studies using surface-rendered CT models and experimental work on an artificial skull. Based on the 5 mm accuracy requirement, the error estimates obtained from the simulation study and the experimental work on the skull were comparable. An important factor to be gleaned from these results is the importance of user validation in achieving the desired accuracy with the proposed registration method. With the uncertainty involved in machine vision algorithms and the criticality of the registration link, it is imperative to have user validation in the loop.
In the simulation study and the experimental work, all the landmarks were selected manually, so that even if automated methods are employed to realize the landmark extraction, ultimate user validation or verification would ensure the effectiveness of the algorithm. Being similar in principle to the actual validation of the extraction and correspondence of the landmark extraction in the two modalities, the results obtained from the simulation study as well as the experimental work with the artificial skull lend support for a uservalidated registration approach.
Automated solutions for extracting the required landmarks in the CT and white light modality are the subject of current research, with a view to furthering synergy between the user and the system. The goal in this respect is to propose a registration solution to the user for validation, rather than to give instructions to the user to perform a series of actions. The preliminary work in fine landmark extraction in the white light modality has been presented as a technique in this automated registration paradigm. A PNN classifier with Gabor filter features as inputs has been proposed for the extraction of the ear tragi and eye corners. The tests performed in the presence of illumination variations showed the importance of having images occupying a dynamic range with no significant number of pixels having intensity values close to saturation or black level clipping. Allowing for a modest variation in illumination conditions provides for the option of using simple image enhancement techniques to correct for variations in contrast and brightness to optimize the network performance.
Based on the results obtained with the proposed PNN classifier for the ear tragus and eye corner extraction in different views, it has been demonstrated to be a useful feature detector. The detection rates achieved parallel the results obtained for face detection using Gabor features over one scale and four orientations and PNN as classifier by Huang et al. [13] where a detection rate of 100 per cent was obtained over 270 images containing a single face with a simple background (collected from various sources). For more complex images consisting of clutter and multiple faces (obtained from the CMU face database), Huang et al. obtained a detection rate of 86 per cent. Earlier work by Huang et al. [30] using intensity and gradient values as feature vectors and the one based on Gabor features [13] showed an improvement in using the latter. It was the basis for performing the craniofacial landmark extraction using Gabor features. Furthermore, the preference given to PNN over a multilayer perceptron by Huang et al. was the reason for choosing a PNN as classifier.
The results presented in this paper clearly show that extraction of the outer eye corner is harder than the inner eye corner, most probably due to occlusion of the former by the eyelashes. Further tests can be performed with larger sizes of the feature window e.g. 20620, 25625 in combination with different-sized Gabor filter masks to assess the effect on the performance of the classifier. The results obtained for the eye corner extraction compare favourably with other feature detectors, while the results obtained for the ear tragus extraction represent, to our knowledge, the first of their type. The sequel to the work presented would be the further development of the landmark extraction functionality so that the gross feature localization is done automatically as well. Moreover, the registration protocol would be tested on real data in the two modalities (CT and white light) gathered from phantom studies and by clinical trials.
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